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December 16, 2011

Dear colleague:

Enclosed is a packet of information that includes all technical information regarding each of the
DataMaster DMT instruments in your county. This documentation would include maintenance and
repair records, certification records, and installation records: This would include documents created or
received during November 2011. '

If you have questions or suggestions regarding this process, please don’t hesitate to contact me at (802)
863-7570. '

Thank you.
Sincerely, @‘P !
Mary Celotti
Laboratory Director

. Enclosures:

Datamaster DMT S.N. 100137 (Middlebury Police Dept)
Routine Performance Check Report, with 1 attachment, 10/20/11

Datamaster DMT S.N. 100135 (New Haven VSP)
Routine Performance Check Report, with 2 attachments, 10/31/11

Datamaster DMT S.N. 100141 (Vergennes Police Dept)

Calibration Report, 11/01/11; Accuracy and Precision Test, 11/01/11 {09:09}; Accuracy
and Precision Test, 11/01/11 {09:21}

Certification Report, 11/01/11

Installation Report, 11/03/2011

DataMaster Technical Support Inquiry with 11 attachments, 11/02/11

Datamaster DMT S.N. 100134 (Bristol Police Dept) S A
Routine Performance Check Report, 11/07/11 )
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DateMaster DMT, 100133

Logaiion: NEW HAVEN V8P
Caltbration Date:  04/27/72014
Certification Date; 04/27/2010
Installation Date: 0472872010

REC Date: 10/31/2011
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STATE OF VERMONT
DIVISION OF STATE POLICE

T%@@@S “C7 New Haven Station
P.O. Box 83
New Haven, Yermont 05472
Phone { 8@2} 388-4919
Fax (802) 453-7918
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